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AHanW3 COrnacoBaHHOCTU ONpPEAENeHNUs TONLLMHDI
NOAKOXHOM XXMPOBOW KNETYATKU B aBA0OMMHANBHOIA
06N1acTu: CPaBHUTENbHAS OLLEHKA MCMOMb30BAHMS
V/IbTPA3BYKOBbIX CKAHEPOB Y NaLIMEHTOB
MHOroNpOMUIbHOIO CTaLMOHAPa

borpapesa 2.A."? « bopcykoB A.B2 « AH Y.* « Ketneposa E.C.* « ApyTioHAH A.AZ «

[apacbko b.A." - LlecTtakosa [1.10.2

AKTyanbHocTb. KonnyecTBeHHasa ouUeHKa
noAKoXXHoW »umposon knetyatku (MKK) B ab-
LOMUHanbHOM obnactu BoctpeboBaHa ana de-
HOTUMUPOBaAHWNA NAaLWEHTOB, B TOM Yyncie npu
a6JOMUHANIBHOM 1 CAapKOMEHUYECKOM OXupe-
HUW, OAHAKO COMOCTAaBUMOCTb Pe3y/bTaTOB MeX-
[y Pa3nuyHbIMU YNbTPa3BYKOBbIMY CKaHepamm
1 peX1MMaMu U3MEPEHNIA OCTAeTCA HeAOCTaTOYHO
onpefeneHHon.

Llenb — npoaHann3npoBaTb MeXMNPUOOPHYIO
1 MEXPEXMMHYI0 COrlaCOBAaHHOCTb MoKa3aTte-
nen TonwumHbl MXK B abgoMnHanbHon obnactu
npy NCNoNb30BaHNM YNbTPa3BYyKOBbIX CKAHEPOB
BodyMetrix BX2000 n SonoStar UProbe C5PL.
Martepuan u metogabl. [[poBeeHO OJHOLEHTPO-
BO€ OJHOMOMEHTHOE CPaBHUTE/IbHOE METOAM-
yeckoe nccnepgosaHue. C MmapTta no uioHb 2025 T.
o6cnenoBaHbl 74 naymeHTa MHOronpoouibHOro
CTaumoHapa (41 XeHL1Ha, 33 My>KUKHbl) B BO3pac-
Te oT 19 fo 82 nert. Y KaXAoro naymeHTa B paMmkax
OJHOrO BM3MTa NOC/IefOBaTeNIbHO BbIMONHANN
n3MepeHna Ha ckaHepax BodyMetrix BX2000
n SonoStar UProbe C5PL; uHtepBan mexay nime-
PEHUAMU He MPEBbILWAN 5 MUHYT. YbTpa3ByKoBble
nccnefoBaHyA MPOBOAU OANH Bpay yNbTpasBy-
KOBOW JMAarHOCTUKM CO CTakem paboTbl 8 ner,
npeaBapuTeNibHO 06yYeHHbIN paboTe c o6ormu
ckaHepamu. I3amepeHuna BbIMOSHANMN B MOJIOXKe-
HUW NauMeHTa CToA, CNpaBa OT MYMNMOYHOrO KOJib-
ua, npu yrne 90° 6e3 komnpeccuun. CpaBHMBaNM
Tpu noka3sartensa MXK: SFL BodyMetrix (A-pexxum
2,5 MIu, aBTomaTuyeckoe onpepgenenue), MKK
BodyMetrix (B-pexum 2,5 M, Hu3Koe paspelue-
HUe, pyyHasa pa3meTka), [KK SonoStar (B-pexnm

10 MIL, BbICOKOE pa3peLleHrie, pyyHasa pa3MeTKa).
MpviMeHAnW t-TecT ANA CBA3aHHbIX BbIGOPOK C MO-
npaBkon Xonma, koppenauuto MupcoHa, aHanus
Brnenpa - AnbTmaHa; paccunTbiBany pasmep 3¢-
dekTa g XemxKeca, Ko3PPULMEHT KOHKOPAAHTHOM
koppenauyum Jinna (CCC JInna) n koapduuymneHT
BHyTpuknaccosow koppenayuu (ICC) c 95% pose-
puTenbHbiMU UHTepBanamu (AN).

Pesynbrartbl. Mexay SFL BodyMetrix n MXKK
SonoStar CTaTUCTUYECKM 3HaUYMMbIX Pasnnymnm
He BbiABNeHO: p = 0,894, g Xepgxeca = -0,009
(95% W1 -0,239; 0,220). AnA 3Tor napbl KO3ddU-
umeHT Koppenauum MNupcoHa coctasun r = 0,861
(p < 0,001), CCC - 0,84 (95% AW 0,76; 0,90), ICC —
0,85 (95% [/ 0,77; 0,90). CpefHAA pa3HOCTb U3-
MepeHui no bnengy — AnbtmaHy 6bina -0,1 Mm
(95% OW -1,8; 1,6), rpaHULbl COrTacOBaHHOCTY —
ot -14,3 po 14,1 MM, Arnana3oH corflacoBaHHO-
ctn - 28,4 mm. 1na napbl SFL BodyMetrix — KK
BodyMetrix mnonyy4eHbl CTaTUCTUYECKU 3HAUNMbIE
pasnnuma: p < 0,001, g Xepxeca = 1,32 (95% AN
1,002; 1,631), r = 0,504 (p < 0,001), CCC = 0,20 (95%
an 0,11; 0,28), ICC = 0,20 (95% AW -0,09; 0,47),
cpefHAA pasHocTb — 14,6 mm (95% AU 12,1; 17,1),
rpaHuLbl COrNacoBaHHOCTU — OT -6,1 A0 35,3 MM,
AnanasoH cornacoBaHHOCTU — 41,4 mm. [ina napbl
MK SonoStar - MKXK BodyMetrix Takxe 6binu
NoJlyYyeHbl CTaTUCTUYECKN 3HAUMMble Pa3NNYmA:
p < 0,001, g Xepxkeca = 1,48 (95% [ 1,140; 1,805),
r=0,484 (p < 0,001), CCC = 0,19 (95% AW 0,10;
0,27), ICC = 0,19 (95% AW -0,09; 0,47), cpenHas
pasHocTb — 14,7 mm (95% [V 12,4; 17,0), rpaHuubl
COrnacoBaHHOCTU — OT -4,4 oo 33,8 MM, AranasoH
COrnacoBaHHOCTU — 38,3 MMm.

3aknioueHue. Ha rpynnoBom ypoBHe Hanbonee
6nn3kue oueHkn TonwmHbl MKK B abaomumHanb-
HOV 06s1aCcTV MosyyYeHbl NPY UCNONb30BaHUN
A-pexuma BodyMetrix n B-pexunma SonoStar, uto
No3BOJIAET PacCMaTPUBATL 3TV MNOAXOAbI KakK Hau-
6osiee conocTaBMMble Af1A rPYNMNOBOro aHaam3a.
[na nHAMBMAYaNnbHOrO AUHAMUYECKOTO MOHU-
TOPVHra NPAMOE COMOCTaB/IEHNE Pe3ybTaToB,
Nosy4YeHHbIX Pa3HbIMU NPUBOPaMK 1 pexxumamu,
OrpaHNY€eHo N3-3a Pas3Nnumnii B rpaHULAx corna-
COBaHHOCTM; MO3TOMY MPEeANOYTUTENBHO NCNOJIb-
30BaTb OAWH 1 TOT XK€ CKaHep, eAUHbIA PeXum
M3MEPEHNA U CTaHAAPTU3MPOBAHHbBIA NPOTOKON
obcnenoBaHus.

KnioueBble cnoBa: y/jibTpa3ByKoOBOE NCCE[0Ba-
HVe, MOAKOXHAs XKMPOBas KneTyaTka, abgomm-
HasibHOe OXMpeHue, lyyeBas AUarHOCTVKA, MeX-
nprbopHas cornacoBaHHOCTb
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IleHKa MHTeTPaJbHBIX XapaKTePUCTUK

cocTaBa Tejla ¥ PerMOHAILHOTO pacIpe-

TeIeHM s KUPOBOIL MAaCChl Te/la IS UH-

OMBUYaNnbHOTO (PEHOTUNMPOBAHNA Ha-
L[VIEHTOB I 30OPOBBIX JIOfieil — TPEH[ COBPEeMEHHbBIX
UCCIefoBaHMIT B 0671acTy pU3NIeCKOl aHTPOIIOJIO-
TUU ¥ CMEKHBIX 06/1acTsAX MeguunHbl. COBpeMeHHbIE
yAbTpasByKoBble (Y3) CKaHepbl II03BOIAIOT TOYHO,
OBICTPO, HEMHBA3UBHO OIIPefie/IUTh MHTETPabHbIE
XapaKTEepPUCTUKIU COCTaBa TeJla, a TAK)KE KONIMYeCTBEH-
HO OLIeHUTDb PeTMOHaIbHble XapaKTePUCTUKY KUPO-
BOJI ¥ CKeNeTHO-MbIIeYHOI TKaHu. IlocraBnaemoe
¢ mpubopamy NporpaMMHOe obecIiedeHne 1 Cyle-
CTBYIOLIVE OHJIAMIH-CePBICH JAIOT BpPady-gUarHo-
CTy WIMPOKJE BO3MOXXHOCTM IIO OLleHKe IIOyda-
eMbIX faHHBIX. [lopraTuBHbIi ckaHep BodyMetrix
(IntelaMetrix, CIIIA) mokasaa BBICOKYI0 TOYHOCTb
oIlpefieNieH st KMPOBOIL U 6e3>XIPOBOIT MacChl Tea
B CpaBHEHIUU C pedepeHCHBIM MeTOLOM (TMIpocTa-
THYeCKOe B3BElIVMBaHNUE), YTO CTUMYINPOBAJTIO [JajIb-
Hejllllee U3y4YeHUe TOYHOCTHU M BOCIPOU3BOIVIMOCTHI
Pe3y/IbTaTOB OLIEHKY COCTaBa TeJa AJIA JaHHOTo 060-
pymoBanus [1, 2]. B HacTosamee Bpemsa BodyMetrix
ABNsAeTCA Hamboee U3YYeHHBIM IPUOOPOM s
Y3-accucTupoBaHHON OLIEHK! COCTaBa Tea, MCIO/b-
3yomuM A-pexxuM [3, 4]. [lporpaMmHoOe obecIiedeHne
ckaHepa BodyMetrix — BodyView - nmosBoser uc-
II0/Ib30BaTh CKaHep B IBYX pexxumax: A (Amplitude) -
1A OLIeHKY TONIIMHBI IOJKOXXHO-KUPOBOI KJIeT-
yarku (IIDKK) u ckeneTHOM MBILIIIBI B KOHKPETHBIX
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AQHATOMMYECKIX OO/MTACTAX M MOC/IEAYIOIIEro pacye-
Ta coctaBa Tena u B (Brightness) — anst monydenus
2D-sx0rpaMM B HUSKOM paspelieHn 10601 MHTepe-
CyIolIeit MccnefoBarensa obmactu. BaxkHo oTMeTHTB,
4TO mporpaMMHoe obecredenre BodyMetrix aBroma-
TUYECKY OIIpefieNAeT aMIUIUTyAHbIe UK. B HecKo/b-
KX UCCTIeJOBAaHMAX II0Ka3aHO, YTO TOYHOCTD OIpefie-
JIeHV I MAKCYMMaJIbHBIX aMIUIUTY], BBI3bIBAET BOIIPOCHI
[5], HO XapaKTepK3yeTcs OTIMYHON BOCIIPOU3BOJIMO-
CTBIO [6] IpM OljeHKe IPOIeHTa XKMpa B OPraHM3Me.
VI X014 ero oT/IM4HaA BOCIPOU3BOAMMOCTD IIPY OLleH-
Ke IIPOLIeHTA JKJPa B OPraHU3Me MOXKET IIOATBEPANTD
HaJIeXKHOCTD A-peXX1Ma KaK MHCTPyMeHTa /IS u3Me-
PEeHIS TOJIIMHBI XKMPOBOIT TKAHY, NHPOPMALINS O €T0
TOYHOCTH J/Is1 Pa3HBIX YYACTKOB TeJIa IPOTUBOpeYNBa
[3]. VImeHHO T09TOMY HEOOXOMMO IIPOBEPUTD TUIIO-
Te3y 0 TOM, YTO rpadpuyecKnil IOfXOH, peann3oBaH-
HBIII B A-pexxiiMe, 6y/eT HaJieXXHbIM NHCTPYMEHTOM
IJ1S1 UI3MEPEHM S TOMIMHBI )KMPOoBoI TKaHm. C 3TOi
TOYKU 3peHNs aHaau3 2D-usobpakeHust, momydae-
MBIX B B-peX1ume HM3KOYaCTOTHBIM Y 3-TaTIMKOM,
T7le MCCTIefIOBATeNb MOXKET CAMOCTOATEIbHO OIIpefie-
JIMNTDb IPAaHUIIBI MEX/Y TKAaHAMI U OLIGHUTD TONIINHY
MHTEPeCYIOIIero ero pparMeHTa, BHIIJIALUT MIepCIIek-
TUBHBIM IIOAXO/IOM, KOPPEKTUPYIOIINM HeJOCTATKN
A-pexxuMa [7]. AKTMBHOe pa3BUTHE JAHHOI 06/1aCTH
HOPOX/IaeT TeXHMYeCKoe pasHooOpasue HpubOpHOTo
HapKa ¥ IPOTOKOJIOB OLIEHK! II0JIy4aeMbIX JaHHBIX,
YTO B MI3BECTHOM CTEIIeHN 3aTPyJHAET COIIOCTABIeHNe
1 00'befiIHeH e JAHHBIX U3 PA3/INIHBIX ICTOYHUKOB.

OpmrMHaanue CTaTbW



AnbMaHax KnnMHU4Yeckon meanumHsl. 2026; 54. doi: 10.18786/2072-0505-2026-54-006 @

Knnunyeckas 3HaYMMOCTb KOMMYECTBEHHOI
OLIEHKJ PeTMOHAIBHOTO >KMpa U MBIIIEYHON TKaHU
B abJJOMIHA/IbHOJT 06/1aCTI 00YC/IOB/IEHA TeM, YTO VH-
nexc Maccol Tena (VMIMT) n macca Tena nmoxo orpaxa-
10T MeTaOOMMYeCKIIT PUCK 1 He IIO3BOMIAIOT Pasindarh
(dbeHOTUIIBI OXMPEHNUs (B TOM YUC/Ie HOPMaIbHBII
VMT npu abgoMuHanbHOM OXXMPEHNU, CapKolie-
HIYeCKoe OXKMpeHIe, BBIPa)KeHHYI0 [IeHTPaIbHYI0
aJINIIO3HOCTD NPV OTHOCUTEIBHO yMEPEeHHOI Macce
Tena). Ha monynsanmonHoM ypoBHe mpobieMa HOCUT
MacIITaOHBII XapaKTep: 0 JaHHBIM BceMupHoIt op-
raHMsaLum 3paBooxpaHenns, B 2022 r. 43% B3poc-
JIBIX MMeJY M30BITOYHYIO MACCY TeNa, a OKMPEeHIe
3aTparuBao KaXxJoro BOCbMOTO Ye/IoBeka B Mupe [8].
JI7st KIIMHUKY MHOTOIIPOGUIBHOTO CTAlMOHAPA 3TO
O3HAYaeT, YTO CYIeCTBEHHAs OJIA TOCIUTAIN3UPO-
BaHHBIX IIAL[IEHTOB M3HAYa/IbHO IMeeT Kap/iuo- 1 Me-
TabomdecKy Heb6/1aronpyuATHBI IPOodUIIb, TPpebyIo-
1t OBICTPOIT GeHOTUIIM3ALY [i/IsI CTPATUUKALNU
pUCKOB 1 BbIOOpa TaKTUKM BefeHus1. OT/eIbHBII ap-
TYMEHT B II0TIb3Y Ba>KHOCTY OL[eHKM a6JOMIHATbHOI
JKMPOBOJ K/I€TYATKM — SMUAEMMIOIOT U CT€ATO3HOM
00/1e3HM MTeYeHN, ACCOLMMPOBAHHOIL ¢ MeTabonnye-
ckoit guchyukimert (MACBIT): mo JaHHBIM COBpeMeH-
HBIX 0030pOB 11 MeTaaHa/IM30B, PaCIPOCTPAHEHHOCTD
MACHII cpepu B3pocnbix gocturaer 38%, ysenmde-
HIe TOJIY ITAL[IeHTOB C O>KMPEHNEM Y CAaXapHBIM JIna-
6eToM 2-ro THIIA YCYTYyOnsieT 6pems 3aboneBanus [9].
JI/1st cTaliMOHAPHOI KOTOPTHI 9TO 0COOEHHO aKTyasIb-
HO B KapfiMOJIOTMM, SHLOKPUHONIOTMY, He(POIOTruu
u obieit Tepanuu, rae MACBII u kapauomerabonn-
YecKye KOMOPOMITHOCTH 4aCTO COCYIIECTBYIOT I B3a-
MIMHO YCU/IUBAIOT PUCK HeOIarONpPUATHBIX MICXOOB.
[TpaKTH4ecKuit CMBICT KONMNYeCTBEHHBIX PErMOHA/Ib-
HBIX MI3MEPEHUIT 3[jeCh — 00beKTUBU3aLVA PeHOTHIIA
(abgoMMHaIBPHAS UIIO3HOCTD ¥ MBIIIEYHBIIT KOM-
HOHEHT) JI/I1 MOHUTOPUHTA, MEXUCLIUIIIMHAPHO
MapIIPYTU3ALNY U OLIEHKM IIPEefII0IaraeMoro ad-
¢dexTa BMelIaTenbCTB (pallliOHANIbHOE IUTaHNeE, Q-
3M4ecKas HarpysKa, jiedeHre caxapHoro fuabera 2-ro
Tinmna, Koppekius pakTopos pucka) [10].

Emre ogHa KIMHMYECKHU 3HAYMMas ITIOCKOCTD —
MbIIIeYHass TKaHb M PUCK Pa3BUTUSA CaApKOIEHUMN
B cranyoHape. ITo JaHHBIM CHCTeMaTUYeCKUX 0630-
POB, y TOCIINTaIN3M POBAHHBIX ITAL[IEHTOB IIO>XIMJIOTO
BO3pacTa PacIpPOCTPAHEHHOCTb CApKOIEHUN Cylle-
CTBEeHHO Bapbupyer (14-55% B 3aBMCUMOCTH OT KpHU-
TepueB), CAPKOIIEHNA Tak)Ke MOXeT (popMUpoOBaThCsA
B xofie rocnuranusanuu. Ha atom ¢oHe coueTanne
LIeHTPAJIbHOI aAMIIO3HOCTY U CHVYDKEHU A MBIIIEYHO
MAacChl — CApKOIIEHNYeCKOe OKMpeHMe — CTAHOBUT-
€A KIMHUYECKY «HEBUMMBIM» IIPY OIIOPE TONBKO
Ha Bec / VIMT, npu sToM 1MeeT npsiMoe 3HaYeHNe JIA
IIpOrHo3a: GYHKIVOHAIbHBIN CTAaTYC, IePEHOCUMOCTD

JIedeHM ST, PUCK OCTIOXHEHUI, JUTUTeTbHOCTD peabyn-
tanyn. CraegoBaTe/IbHO, COITITACOBAHHOE MI3MEPEHIe
romuyHbl IIDKK 1 MbI1y B aboMyHaIbHO 001aCTH
nprobperaer IPUKIIA{HON CMBIC /IS CIEAYIOMINX
KOT'OPT: MAIMEHTBI C CAXapHbIM AyabeToM 2-ro Tuma /
MeTabomyeckuM cungpomom u MACBII, kapguoro-
I'MYecKye MalMeHThbl C OTPAaHNYeHMeM aKTVMBHOCTY
1 OTEYHBIM CMHZAPOMOM, y KoTopbix VIMT MoxeT mc-
Ka)KaTbCs, TOXKVJIbIE U ITAL[MEHThI peabyINTal[IOHHO-
TO MPOGNIISA, XUPYPriUdecKiie NalyeHTsl (IIpefomepa-
L[VIOHHAA OLleHKa Hy TPUTUBHOTO / PYHKIVIOHA/ILHOTO
pesepsa) [9, 10].

Hakonel, "MeHHO TeXHUYeCKas HEOJHOPOJ-
HOCTb (pasHble CKaHepBHl, YaCTOTHI, IPOrPaMMHBIE
a7ITOPUTMBI, OTlepaTOpCKasl pasMeTKa TKaHell, pas-
VYU B IPOTOKO/IAX) MPEIATCTBYeT COOCTaBUMO-
CTU JAHHBIX ¥ X VICTIO/Ib30BAHNIO B JMHAMUYECKOM
Ha6/II0IeHN N I MHOTOLIEHTPOBBIX MCC/IELOBAHNUSX.
Ha npakTuke 3T0 NIpMBOJAUT K CUTYal U, KOTJa U3-
MepeHUe «B MUIIMMeTpax» GOpManbHO eCTh, HO €T0
He/Ib35 YBEPEHHO MHTEPIPETUPOBATh: HEIIOHATHO,
ABNIAETCS NI M3MEHEHMe Pe3yIbTaToOM Tepanuu /
peabunInTanuy WIN CAefCTBYEM MeXIpUOOpHOIL /
MeXXOIepaTopHOIl BapuabenbHOCTH. B 91011 CBs3M
MCCTIe[OBaHIE COTTTACOBAHHOCTY MeX Ty BodyMetrix
BX2000 u THIIMYHBIM PefCTaBUTEIEM MOOIBHO-
ro Y3-ckanepa SonoStar UProbe C5PL (Sonostar
Technologies, Kuraii) pemraer npukaagHyo 3afa-
4y: OIIpefleNINTh, MOXKET /IM OfVMH M TOT Ke MaIu-
eHT OBITb KOPPEKTHO (PeHOTUIIMPOBAH U OTCIIEXKEH
B IMHAMIKe IIPY MCIIONTb30BaHUY PA3HBIX YCTPOIICTB
(B yc/IOBUAX peaIbHOTO CTAllMOHApa) ¥ KaKue orpa-
HMYeHM / TOIPABKY HY KHBI [T KJIMHUYECKOI UH-
TepIpeTaIun.

OTMmeTuM: HacTos1Iee MICCTIEOBAHNE MIMEET Lierle-
HaIlpaB/IEHHbINI METOAMYECKUIT XapaKTep U He Ipe-
TeHJyeT Ha KOMIITIEKCHYIO OLIeHKY COCTaBa Tejla U/
comocrapjieHne Y 3-MeTOUK C BBICOKOTOUYHBIMMU pe-
(bepeHCHBIMIY TEXHOMOTUAMY, TAKUMIY KaK PEHTT€HOB-
CKIe, MarHMTHO-PE30HAHCHbIE UM Pa/IUOHYKINIHbIE
MeTopbl. [IpakTiyeckas 3SHAYUMMOCTD PabOTHI OIIpefie-
nsieTcst 6oree Y3KOIL, HO KIIMHMYIECK) BaXKHOI 3a5aueit:
OILIEHUTD COITTACOBAHHOCTD PE3Y/IbTAaTOB M3MEPEHM
ronumuusl IDKK B oHOI aHaTOMIYECKOI 00/1acT
IIPY MICIIOTTb30BAHMM PAa3HBIX Y 3-CKaHEPOB U PEXN-
MoB. Takas ImocTaHOBKa BONPOCa 0COOEHHO aKTy-
a/IbHa /151 AMHAMMIYEeCKOTO HaO/TIOf{eH NI, IOCKOTIbKY
TIIPY MCTIO/Ib30BAHNY CKPYHIHTOBBIX ¥ PYKJ/Ia/[HbIX
METOJMK MHTepIpeTalys M3MEHEHIT BO BpeMeHN
BO3MO>KHa TOJIBKO IIpYU IIOHUMaHUY MEeXIPUOOPHOII
BapMabeIbHOCTH U COOTIOfIeHIM CTaHAPTU3NPOBAH-
HBIX yC/IOBUII M3MEPEHN .

Llenp uccnenoBanus — NPOAHANIN3UPOBATD MEX-
HpUOOPHYIO M MEXPEXVMHYIO COITTaCOBAHHOCTD

boHdapesa 3.A, bopcykos A.B, AH Y., Kemneposa E.C, ApymioHaH A.A., [apaceko b.A., LLlecmakosa [].FO. AHann3 cornacoBaHHOCTU onpeseneHmnsa TONLLMHb!
NOAKOXHOW XMPOBOW KNeTUaTKN B abAOMVHaNbHOM 0BNaCcTU: CPABHUTENbHAA OLIEHKA MCMONb30BAHMA YNIbTPAa3BYKOBbIX CKAHEPOB Y MaLeHTOB CrpaHuua 3 us 12
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nokasarenei ronmuabl [IIDKK B abgoMuHanbHo0I 06-
JIACTY ITPY MICTIONb30BaHNM Y 3-ckaHepoB BodyMetrix
BX2000 1 SonoStar UProbe C5PL.

Matepuan n metoabl

[TpoBesieHO OFHOLIEHTPOBOE OJHOMOMEHTHOE CpaB-
HIUTEIbHOE METOfMYeCKOe MCCIe[JOBaHMe COIJIa-
COBAHHOCTM HapHBIX uaMepeHmit TommyHbl IDKK
B ab6OMUHAJIBHOI O6/IACTH, MONTYyYEHHBIX NPU VC-
nonb3oBaHuu Y3-ckanepos BodyMetrix BX2000
n SonoStar UProbe C5PL. VccnemoBaHue BBIIION-
HeHO Ha 6ase MpoO/IeMHOII HayYHO-UCCTIE[OBATe/b-
CKoil mabopatopun «J[MarHOCTUYECKUE UCCIER0Ba-
HMA U MajJIOMHBasuBHble TexHonoruu» OGI'bOY BO
«CMO/IEHCKUIT  TOCYHApPCTBEHHDbIN  MeJUMIMHCKMIA
yHuBepcureT» Munsgpasa Poccun. Habop manu-
eHTOB U mposefieHue Y3-uccinenosanuit (Y3U) ocy-
LWECTB/IAMNCh B TIEPUOJ ¢ MapTa mo MOHb 2025 T.
Ha KanHn4eckoit 6ase OI'BY3 «Knnunveckas 607b-
Huma Ne l» B yC/IOBUSX IPOO/IEMHON HAy4HO-VIC-
CrIefjoBaTeNbCcKoll maboparopun «JnarHoctudeckue
UCCTeNOBaHNsA M MAaJIOVHBAa3MBHbIE TEXHOIOTUI»
OI'bOY BO «CmonmeHCKUII TOCYHBapCTBEHHBIN Me-
OULVHCKUIL yHMBepcureT» MuHsnpasa Poccun.
B pamkax ucciefoBaHVA OLEHMBAINM MeXIPUOOp-
HYI0 ¥ MEXPEXMMHYIO COITTAaCOBAHHOCTD pe3y/bTa-
TOB OJHOKPAaTHOTO Y3-00C/IefOBaHNs; TOBTOPHBIE
M3MEPEHM C BpEMEHHDIM MHTEPBaIOM He BbIIIOTHA-
71, TI03TOMY BPEMEHHYI0 BOCIPOM3BOAVMMOCTD Me-
TOZA He OlleHMBaMNU. VI3ydaemMas momynsanus BKIIO-
YajIa MaleHTOB MHOTONPO(MUIBHOTO CTAlMOHAPa,
KOTOPBIM BBIIONHANMACDH Y 3-oueHKa Tonmuubl IIDKK
B abpomMuHanbHOI obmactu. Kpurepusmu BKiio-
4yeHUA ObUIM BO3pacT 18 jleT u craplue ¥ BO3MOX-
HOCTD BBIIIOTHEHN A M3MEPEHMI B IOTIOXKEHUN CTOA,
KpUTEpPUEM HEBK/IIOUEHMA — BO3pacT MeHee 18 jer.
Bri6opka ¢opMupoBanach HpPOM3BOMBHBIM CIOCO-
60M 113 HMALMEHTOB, JOCTYIIHBIX [/IsI 00CIeOBaAHMS
B IIePYOJ] IIPOBEJIeHNI I MICC/IeTOBAHM .

Bce namepeHms MpoBOAYIIN B OIOKeHNN 06C/Te-
TOBAHHBIX CTOSL. [IIMHY Tena M3MepAIn MeJUITHCKIM
POCTOMEPOM C TOYHOCTDIO 1o 1 MM. Maccy Tena us-
MepsIu Ha MeIVIIMHCKIX 3/IeKTPOHHBIX BeCax C TO4-
HOCTBIO0 710 0,1 KT; M3MepeHue BBINIONHAMN 6e3 00yBI
U BepXHell OfieXX/ibl. AHTPOIIOMeTpUYecKye MoKa3a-
Te/IU MCIOIb30BaN [ 00IIell XapaKTepUCTUKI 06-
CremoBaHHOI BeI6GOpKY 1 fyist pacyeta VIMT (kr/m?).
OcHOBHOJI aHanu3 OBII OTPAHUYEH CONOCTaBIIe-
HueM Y3-mokasareneit Tommuubl IDKK B abmomu-
HaJIBHOII 00/IaCTH, IIOJTyYeHHBIX C UCIIONIb30BaHUEM
ckanepos BodyMetrix BX2000 (uactora 2,5 MI'1)
n SonoStar UProbe C5PL (wacrorta 10 MI'n) (11, 12].
Vsmepenue Tonuynabl [IIDKK npoBopnan Bosne nynka,
Kpail JaT4yMKa Ipujeraa K Kpaw MyIOYHOTO KOMbla

CrpaHnua 4 13 12

CIIpaBa, yrojI CONPUKOCHOBeHNA — 90°, 6e3 KoMIpec-

cun'. Y3V BbIIONHS OJUH UCCIEJ0BATENb — Bpa4y

Y3-IuarHocTuKM co cTaxkeM paboThl 8 €T, mpefBa-

puTenbHO 06y4eHHBIT paboTe ¢ 060ouMHU CKaHepa-

MI. Y Ka)X/IOTO IaljMeHTa U3MepeHNs Ha CKaHepax

BodyMetrix BX2000 un SonoStar UProbe C5PL BbI-

MOJIHAJIN MOCI/IelOBATe/IbHO B paMKaX OZHOTO BU-

31Ta, B O[JVH JIeHb, B OIMHAKOBOM IIOJIOKEHUN Tefa

U B OJJHOJ aHATOMUYECKOIT TouKe. VIHTepBan Mexny

U3MepeHMAMM IBYM: CKaHepaMM He IIPeBBIIIa 5 MU-

HyT. Takoit HOpsOK 06CIefoBaHMsI OB BBIOPAH [IsI

MMHMMU3AIUY BIMAHUA U3MEHeHM A MacChl TeJa, 1o-

JIO>KeHNA MALEeHTa, IbIXaHU A, HaTSHKeHNA [epeTHel

OPIOLIHOI CTEHKMU U PYIUX (PaKTOPOB, CIOCOOHBIX

HOB/IMATD Ha TONIMHY M3MEPAEMOTO CIIOSL.

ITo pesynbraTaM M3MepeHMUIT ObIIN ONpefie/IeHbI
clefyIomIye MOKa3aTeI:

o TIKK SonoStar, mm - tonmuua ITJKK, onpe-
neneHHas B B-pexnme Y3-ckanepa SonoStar
UProbe C5PL Ha wactoTe 10 MI'Lf mo axorpam-
MaM BBICOKOTO pa3pelleHNs B PyYHOM peXume
(puc. 1 A, b);

o IDKK BodyMetrix, mm — Tommuna IDKK, omnpe-
meneHHas B B-pexxume Y3-ckaHepa BodyMetrix
BX2000 nHa uyacrtoTre 2,5 MI'n mo sxorpam-
MaM HU3KOTO pa3pelleHNsA B PyYHOM peXMMe
(puc. 1 B);

o SFL, MM - Tommuna IIDKK, onpenenennas B mpo-
rpamMe BodyView B A-pexnme Y3-ckaHepa
BodyMetrix BX2000 nHa wactore 2,5 MIn
(puc. 17T).

ITo sxorpamMmmaM, HONTY4eHHBIM C MOMOIbIO
Y3-ckanepos BodyMetrix BX2000 u SonoStar UProbe
C5PL, B py4HOM pexxuMe pasMedanu U GUKCUPOBaIN
tonuyuy IDKK, B ToM 4ncrie ee Hapy X HBIII U T1y60-
KU1 CJION.

IOmuueckas sxcnepmusa. IIpoToKon nccenoBaHyA
OBbUI PACCMOTpPEH U OKOOpEH He3aBUCUMBIM 3TIUE-
ckuM xomuterom npu OI'BY3 «Knununyeckas 601b-
Hua Ne 1» (mpotokon 3aceganust Ne 18 ot 11.03.2025).
B sTmyecknit KoMuTeT OBUIN IPEACTABICHDI 3asBJIe-
HIe Ha IpOBefieHNe 3TUIeCKOil SKCIIePTU3DI UCCTIe-
JOBAHUSI, IPOTOKOJI UCCIEOBAHILS, TOFPOOHOE O~
caHMe Ju3aiiHa MCCIefOBaHM s, MHPOPMALMOHHBII
JIMCTOK [/IsI MALMeHTa, popMa NHPOPMUPOBAHHOTO
TOOPOBOTBHOTO COITIACKA HA y4YacTUe B MCCIENO-
BAaHMM, MHAVBYUIya/IbHAA PEeTUCTPALMIOHHAA KapTa
y4acTHUKA, CBeIeHNUA 00 MCCIefoBaTeNAX U pac-
npeneneHny GyHKIMIT B UCCTIELOBAHNM, CBEAEHNUS
0 KJIMHUYeCKOJ 6a3e IpOBeIeHNA VICCTIeLOBAHNA,
a TaK>Ke MaTepuasbl 10 obecredeHnI0 KOHUIeHIU-
aJIBHOCTMU U 00e3/IMYMBaHIIO TaHHBIX. Bce manneHTh
IO BK/IIOYEHN S B MCCTIefloBaHMe NOANUCaI MHQOPMIU-
pOBaHHOE JOOPOBOIBHOE COITIACHE Ha yYacTVe B HEM.

OpmrMHaanue CTaTbW
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Puc. 1. Sxorpammbl nepeHei GPIOLWLHON CTEHKYM B BBICOKOM pa3pelleHnu: A — onpeaeneHmne
TONLMHBI OPIOWHON CTEHKM C 1CMOoNb30BaHVeM 0bopyaoBaHna SonoStar B B-pexume (benas
pa3meTKa — 3NMaepMIC 1 AepMa, KenTas pa3MeTKa — MOBEPXHOCTHbIE OTAEbI TUMOAePMbI,
OpaHKeBas pa3mMeTka — rnyboKMe OTAebl TMNOAEePMb, KPAaCcHaA pa3MeTka — MOBEPXHOCTHbIN
MbILLEUHBIM NyYoK); B — onpeaeneHyie ToNLWWHbI GPIOWHON CTEHKYM C MCMONb30BaHeM
obopyfoBaHKA SonoStar B maHOPaMHOM CKaHMPOBaHuY; B — onpeaeneHie TonLmHbl GpoHON
CTeHKM C 1MCronb3oBaHrem obopynosaHnsa BodyMetrix; I — aBTomaTnueckoe onpenenexne
TONLMHDBI MOLAKOXHOW »KMPOBOW KNeTuaTkn B A-pexnme ckaHepa BodyMetrix BX2000 8 nporpammve
BodyView (SFL) (xenTaa obnactb — SFL, KpacHas — TONWMHA CKENETHbIX MbILULL)

ViccnepoBaHue NpoOBOMIIOCH B COOTBETCTBUY C ITHU-
YeCKVMY IpYHIVNAMU XeTbCMHKCKOI JeKTapanun
BceMupHOI MeAMLIMHCKOI acCOLMal M.
Cmamucmuueckuil ananu3. AHaau3 COTnaco-
BAHHOCTM IAPHBIX U3MEPEHNII BBITIOTHEH COITIACHO
pexoMeHnpanyaM PyKoBOACTBa 11O IpeCTaBICHIIO
Pe3y/IbTaTOB MCC/IeJOBAHNI HafIeX)XHOCTY M COTJIACO-
BaHHocty (aur1. Guidelines for Reporting Reliability
and Agreement Studies, GRRAS) [13]. [IpoBenen
PpasBelOYHbIN aHANMN3, KOTOPbI BKII0Ya/l OLEHKY

®

COOTBETCTBUS paclpejeleHns NPU3HAKOB HOP-
ManbHOMY 3aKoHY (kputepuit lllanupo - Yunxa),
OILIEHKY HaJam4us BBIOPOCOB M paBEHCTBA JUCIEp-
CUii B MOATPYIIIaX 00C/IeOBaHHbII BBIOOPKM. [jist
aHaNIM3a PasIMYMii MEeXAY IMOATPYIIIAMU MY>KUYMH
M SKEHIIVH NPUMEHSIIN t-TeCT JjIsg He3aBUCUMBIX
BBIOOPOK, JI/Is aHAIM3a pa3indnii Mexxy npubdo-
pamiu — t-TeCT [/1s1 CBA3aHHBIX BBIGOPOK. B KauecTBe
pasmepa ad¢pexra ucnonpzosanu d Koysna (zns ne-
3aBUCKHMBIX BBIOOPOK) U g Xemxeca (/11 MapHBIX).
KoppensinoHHbI aHaIN3 BBIIIOTHSIN C IOMOII[bIO
Koadunmenta koppenauuu [Inpcona. [l oneHkn
COITIACOBAHHOCTH Pe3y/IbTAaTOB OIpefie/IeHUA TON-
wuHbl [IDKK B o6mactn )xuBoTa NpuMeHIN aHa-
nu3 breHga - AnbTMaHa, a TaKXKe pacCUYMThIBAIN
ko3 uiMeHT KOHKOP/IaHTHOI Koppensyun JIuna
(aurm. Lin's concordance correlation coefficient, CCC)
” K03 PULMEHT BHYTPUKIACCOBON KOppenanun
(anrm. intraclass correlation coefficient, ICC). Insa
orjenku CCC 6bl1a CIIOIb30BaHA BepOaTbHast MKa-
na: < 0,90 — Hu3Kas cornmacoBaHHOCTD, 0,90-0,95 —
yMepeHHas COINacOBaHHOCTD, 0,95-0,99 — BricoKkas
COTJIAaCOBAHHOCTD, > 0,99 — mouTu upeanbHasA corna-
COBaHHOCTH [14]. Pasmep BbIOOpKM IpenBapuTenb-
HO He paccumMThIBamn. [IByxdakTopHas cMemaHHas
(anrm. two-way mixed-effects) mogenn 65112 nconb-
3oBaHa jing pacueta u onenku ICC. [Ina orenkn ICC
IpUMeHsAIN BepbanbHyo mKany: < 0,50 — Huskas
COITTaCOBAHHOCTD, 0,50-0,75 — yMepeHHas COrmaco-
BaHHOCTD, 0,75-0,90 — xopolasa coracoBaHHOCTD,
> 0,90 — oTAMYHAs COTTACOBAHHOCTH [15].

[l BceX MCIIO/Ib3yeMBbIX CTaTUCTHUK OBLIM Paccyn-
TaHbl 95% JoBepuUTeIbHbIe MHTepBabl ([IV1), KoTopble
B TEKCTe YKa3aHBbl B KPYIJIBIX CKOOKaX IIOC/Ie TOYeYHO
OLIEHKM CTaTUCTUKMN. [I/1s1 KOHTPOJISI OIIMOKY IEpBO-
r'0 poja Py MHO>KECTBEHHBIX ITOIIAPHBIX CPaBHEHN-
SX UCIIO/Tb30Ba/IN IO PaBKy XonMa. Beszne B Tekcte
CTaThU HPUBEIEHBI Py,-3HAUEHS [TOCTIe KOPPEKIIUI
Ha MHOXXECTBEHHbIe CDABHEHNSI.

CraTuCcTUYeCKNII aHAIU3 U BU3YaIM3aLIIO IIOTY-
YEeHHBIX Pe3y/IbTaTOB IIPOBOANIN B cpefe R (Bepcus
4.5.2)%

Pe3ynbtatbl

B wuccnemoBaHme ObUIM BKIOYEHB 74 malyeHTa
MHOTONPOUIPHOIO CTalMoHapa: 41 >keHLMHa
u 33 MyXxuuHbl. BospacT 06crieOBaHHBIX Bapbu-
posan oT 19 o 82 nmer. My >XYMHBI XapaKTepu3oBa-
JICD OOTIBIIIE ATITHOT M MACCOII TeNla [0 CPaBHEHUIO
¢ xeHmyHaMn. 3HaveHn A TomnyuHel [IDKK, nsmepen-
Hble ¢ ucnonb3oBaHmeMm nokasareneit SFL n TIDKK
SonoStar, 6b1IH BbIIIIE Y )KEHIIWH, TOTAA KaK A/ I10-
kaszarens IDKK BodyMetrix cratucTiyecky 3Ha4m-
MBIX MEXXIIO/TOBBIX PAa3/IN4Nii He BBIABIEHO (Tabmt. 1).

boHdapesa 3.A, bopcykos A.B, AH Y., Kemneposa E.C, ApymioHaH A.A., [apaceko b.A., LLlecmakosa [].FO. AHann3 cornacoBaHHOCTU onpeseneHmnsa TONLLMHb!

NOAKOXHOW XMPOBOW KNeTUaTKN B abAOMVHaNbHOM 0BNaCcTU: CPABHUTENbHAA OLIEHKA MCMONb30BAHMA YNIbTPAa3BYKOBbIX CKAHEPOB Y MaLeHTOB
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BospacT |- 0329° 0176  -0279 -0,04 0,065 -0,105
UMT — 0,329" (E:ECR 0,136 0,379™
MT — 0,176 0271° 0395 0401™ 0332
ar — -0279° -0,136 0,271 -0,179  -0261°  -0,104
SFL [~ -0,04 0,395  -0,179
MKKSS — 0,065 0,401  -0,261" VEIHAE
MKKBM — -0,105 0379 0332" -0,104
\ \ \ \ \ \ \
Bospact  WUMT MT aT SFL KK SS KK BM

Puc. 2. TepMoKapTa KOPPENALMOHHDBIX CBA3EN MeX[1y BO3pacToM, AnvHon (AT) v maccor (MT)
Tena, MHAeKCoM Macchl Tena (VIMT) v ynbTpa3ByKOBbIMI MOKa3aTenamMy TONWMHbI NOAKOXKHOM
XKVMPOBOW KeTyaTKiM B abAoMMHaNbHOM 06nacTy, onpeaeneHHbIMI ckaHepom BodyMetrix BX2000
B A-pexmme (SFL) 1 B-pexume (MKK BM) n ckarepom SonoStar B B-pexinme (MK SS). B auelikax
yKa3aHbl 3HaueHnsa KoadduLimeHTa koppenaumm MNupcona. " p < 0,05; " p < 0,01; ™ p < 0,001

Me’X1o/I0BbIe pas3iyusi Kacaauch JVHbI Tela, Mac-
ChI TejIa, a TakyKe Y3-mokasatenen tommuubl [IJKK
B a6[OMMHAILHOI 00/1aCTI.

[Tpu aHanM3e aHTPOIIOMETPUYIECKUX TTOKa3aTeneln
n Y3-usmepennit romuuaer IDKK B abgomnuans-
HOJT 06/1aCTM YCTAHOBJIEHDI CTATUCTUYECKY 3HAYN-
Mble KOppensnuonHble cBA3u (puc. 2). Hanbomnee
BBIpaKeHHas ITOJIOXKUTENbHASI CBSI3b ONpefesiaach
mexay SFL un ITXKK SonoStar (r = 0,861; p < 0,001),
YTO yKa3blBaeT Ha O/NM3KOe paHXXUpOBaHMe Ia-
nueHTos no TonmuHe IIDKK npn ucnonpsoBannn
A-pexxrima BodyMetrix n B-pexxuma SonoStar. Csasu
SFL ¢ IDKK BodyMetrix u IIXKK SonoStar ¢ TIDKK
BodyMetrix 6p11u MeHee BblpaxkeHHbIMMU (r = 0,504
ur = 0,484 coorBeTcTBEeHHO; P < 0,001), YTO CBM-
IeTe/lIbCTBYeT O Ha/lIM4uu oOlIeil HallpaBJIeHHOCTH
M3MeHeHII oKa3aTesell, HO He MMOATBEPXKAaeT UX
HpsIMYI0 B3auMoO3aMeHseMocTb. Takum obpasom,
COITIaCHO pe3yabTaTaM KOPPeIsALOHHOTO aHA/IN3a,
CpaBHMBaeMble Y3-II0Ka3aTe/lN CBA3aHbI MEXY CO-
06011, OITHAKO IS OLIEHKM VX COT/IACOBAHHOCTI HEOO-
XOJAVMBI IOTIOTHUTENbHbIE METOMIBI AHANTN3A.

PesynbTaThl CpaBHUTENIBHOTO aHA/INM3a 3HAYCHUI]
tonuuubl IIDKK, nonydennsix B A- n B-pexnmax

Ta6nm|,a 1. KJ'II/IHI/IKO-aHTpOI'IOMeTpl/MeCKaﬂ XapakKTepncTnKa Bb\6op|<|/1 M yNbTPa3ByKOBbIE MOKasaTen TONLWMHbI MOAKOXHOM >KI/IpOBOI7I KNeT4yaTkK B MOArpynnax

MYXUUH 1 KEeHLWNH

Mpun3Hak Mon M (95% W) co Pholm d KoyaHa™

Bospacr, net x 51,8 (46,2;57,4) 17,6 1 -0,018 (-0,479; 0,443)
M 52,1(45,8;58,5) 17,9

UMT, kr/m? X 27,8 (25,6;29,9) 6,7 1 0,046 (-0,415; 0,507)
M 27,5(25,4; 29,6) 6,0

MT, kr x 73,4(67,8;78,9) 17,4 0,028 -0,578 (-1,046; -0,105)
M 83,6 (77,2;90,1) 18,2

OT, cm xK 162,8 (161,0; 164,7) 58 0,007 -2,046 (-2,611;-1,471)
M 174,4(172,4;176,3) 55

SFL, Mm X 34,6 (30,5; 38,7) 12,9 0,03 0,683 (0,206; 1,155)
M 26,4 (22,6; 30,2) 10,7

MXK SonoStar, Mm K 34,3(30,4;38,1) 12,1 0,035 0,653 (0,178; 1,125)
M 27,1(23,8;30,4) 9,4

KK BodyMetrix, Mm x 17,4 (15,1;19,6) 7,0 0,297 0,393 (-0,074; 0,857)
M 15,0 (13,5; 16,6) 4,3

M - cpefiHee 3HaueHMe, SFL - ToNLWMHa NOAKOXHOM XMPOBOIA KNeTyaTKu, onpefeneHHas B A-pexkrme ckaHepa BodyMetrix BX2000, IV — noBeputenbHbii nHtepsan, AT — anvHa
Tena, X — MeHWmHbl, UMT — nHAeKc Maccbl Tena, M — My>X4nHbl, MT — macca Tena, KK BodyMetrix — TonwwmHa NOAKOXHO-KMPOBOW KNeTuaTky, onpeaeneHHas B B-pexvme ckaHepa
BodyMetrix BX2000, TKK SonoStar — TonwmHa NofKoXXHO-KNPOBOI KNeTyaTku, onpefeneHHas B B-pexume ckaHepa SonoStar UProbe C5PL, CO - cTaHaapTHOE OTKNOHeHne

' ypOBEHb CTaTUCTNYECKON 3HAYMMOCTM B t-TeCTe ANA HEe3aBUCUMbIX Bbl60p0K C I'IOI'IpaBKOIh Ha MHOKeCTBEeHHble CpaBHEHUA

* Pa3mep a¢pdeKTa B t-TecTe /19 HE3aBUCMMbIX BbIGOPOK

CrpaHuua 6 n3 12
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PasHBIMM CKaHEpaMI, IO3BOIAIOT 3aK/II0UYNUTh, YTO
tonmuHa [DKK, onpenenenHas B A-pesxume cCKaHe-
pom BodyMetrix (SFL), u rommmna IDKK, onpenenen-
Has B PYyYHOM PeXXUMe [0 9XOrpaMme abIOMIHAIBHOM
obnactu B B-pexxume ckanepom SonoStar, He uMenn
CTAaTUCTMYECKY 3HAYMMBbIX pasnuunil. B oTHomeHnn
nap SFL - IIDKK BodyMetrix u IIXKK SonoStar — IIDKK
BodyMetrix momy4eHbI CTaTUCTUYECKN 3HAYMMBIE Pas-
nmaus (puc. 3, Tabm. 2).

B nenom sHagenus IDKK BodyMetrix oxasanuch
Hioke 1o cpapHeHnio ¢ SFL n ITJKK SonoStar; atot
IaTTEPH COXPAHACA HE3ABYMCUMO OT I10/1a TALIMEHTOB
(puc. 4).

BusyanbHas oljeHKa MeXXMeTOMIECKIX Pas/IInii
I0Ka3aja, YTO Ha¥MEeHbIAsl Pa3HOCTb M3MEPEHMI
Habmomanace s mapsl SFL - TDKK SonoStar, Torzga
kak cpaBHeHus ¢ [IDKK BodyMetrix conpoBoxpa-
NMCh G0TIee BBIPAXKEHHBIM PACXOXK/IEHVIEM 3HAUEHNIT
(cM. puc. 4). BugHo, uyto pasmep addexra s mapol
SFL - TIDKK SonoStar (pruc. 4A) 61130k K HYIIIO, €70
95% VI y3kuit 1 HaKpblBaeT HyJ/eBOe 3HaYeHUe.
OTcyTcTBME CTAaTUCTMYECKM 3HAYMMBIX Pas3InMyunii
mexny SFL — IDKK SonoStar u HyneBoit pasmep ag-
(dexTa MO3BOMSAIOT 3aK/TIOYUTD, YTO HA TPYIIIOBOM
YPOBHE IaHHbBIE OLEHKV IMPAKTUYECKN UTEHTNYHBI.
B mapax SFL - IIDKK BodyMetrix u IIDKK SonoStar -
IDKK BodyMetrix pasmep addekra cBuieTeIbCTBYET
0 3HAYMMBbIX PA3NNYMAX MEX/Y JaHHBIMMU I'PyIIa-
M1. PasHOCTD cpeHMX [/14 9TUX IIap cocTaBuIa 14,8
u 13,7 mm cootBetcTBeHHO (puc. 4 b u B).

Ha rpynmnoBoM ypoBHe CTaTUCTUYECKM 3HAUMMBIX
pasmnuuit Mmexxpy SFL BodyMetrix u IIDKK SonoStar
He BbIABJIEHO. JJONIOTHUTENbHAS OlI€eHKA 110 METOAY
bnenpa - AnbTMaHa I03BO/NMIIA ONIPENEIUTDb Ha/INUMe
CHUCTEMATUYECKOTO CMEIeHN A U M PUHY TPaHuI] CO-
[7TaCOBAaHHOCTH JI/IS1 KaXKO¥1 aphl n3Mepennit (puc. 5,
Tabm. 3).

W3 Tpex map cpaBHMBAEMbIX IPM3HAKOB TOTIbKO
nna mapbl SFL — ITXKK SonoStar oTcyTcTByeT cucrema-
THYECKOe CMellleHe — BCe TOUKM paBHOMEPHO pacIipe-
IeJIeHbl BLOIb HY/IeBOTo 3HadeHus (puc. 5A), a cpen-
HsAS Pa3HOCTb MEXY IIapaMi M3MePeHMI1 COCTaB/IAET
necATble fonyu Muanumerpa u 95% IV nHakpbiBaet
HyneBoe 3HadeHye (cM. Tabm. 3). s map SFL - ITDKK
BodyMetrix u IIJKK SonoStar - IIDKK BodyMetrix
aHa/IN3 BBIABU/I HA/IMYME CUCTEMAaTIIECKOTO CMele-
HILS OL[EHOK. B 006/1acTyt HM3KMX 3HAUYEHMIT IPU3HAKA
ouenky romuuusl [IDKK B A-pexxume BodyMetrix
u B-pexxnme SonoStar 6b11M HIKE, 4eM COOTBETCTBY-
1omye oneHky BodyMetrix B B-pesxume, — pasHOCTD
CPaBHMBAEMbIX I1ap U3MepeHuit MeHbuie 14,6 mm. [Ipu
yBenmuenuu ronmyabl [1XKK onenknu BodyMetrix
B B-pexume okasanuch Bbllle, YeM B A-pexXmume
BodyMetrix n B-pesxxume SonoStar, - pa3HOCTb
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Puc. 3. 3HaueHnA TONWMHbBI MOAKOXHOM XMPOBOW kneTuaTki (MAK) B nogrpynnax KeHwmH (A)
1 My>xkunH (B), onpeneneHHble B A-pexkimve ckaHepa BodyMetrix (SFL), B-pexumax ckaHepoB
BodyMetrix (IMKK BM) 1 SonoStar (KK SS)

CpaBHMBaeMbIX IIap u3MepeHmit 6onpure 14,6 MM
(cm. puc. 5 b u B, Tabm. 3). [TomrMo Hammamst cpegHet
pasHOCTM B apax usMepenuit A-pexxum BodyMetrix
vs B-pesxxum BodyMetrix n B-pexxum SonoStar vs
B-pexxum BodyMetrix B 14 MM, /11 HUX OOHapy>KeH
TPeHJI, CBA3aHHBIN C BBIPAXXEHHOCTDIO MTOJJKOXXHOTO
sxupootnoxenus: onenku [IXKK BodyMetrix cucre-
MAaTHYeCKH BBIIIE Y MAL[MEHTOB ¢ 60/iee BHICOKIM 3Ha-
yerueMm VIMT.

Takum ob6pasom, omenku tonumuHbl IDKK,
IIOTy4eHHble B HU3KOM pa3pelleHN!N CKAaHepOM

Tabnuua 2. CpaBHUTENbHDBIV aHaNN3 TOAWMHbI NMOAKOXKHON KUPOBOM KNETUATKK, NOYUYEHHOM
pa3HbIMI CKaHepamu B A- 1 B-pexnmax

Mapa nprisHakoB Pholm. g Xempxeca (95% AN)™
SFL - MXK SonoStar, mm 0,894 -0,009 (-0,239; 0,22)
SFL - MXK BodyMetrix, mm <0,001 1,319(1,002;1,631)
KK SonoStar — IMKK BodyMetrix, mm <0,001 1,475(1,14; 1,805)

SFL — TonwmHa NoAKOXHON XMPOBOW KNeTyaTKu, onpeaeneHHan B A-pexume ckaHepa BodyMetrix
BX2000, N — poBepuTenbHbIn nHTepBan, MXK BodyMetrix — ToNLWMHa MOAKOXHOW XXUPOBOW KNETUaTKy,
onpeaeneHHas B B-pexxuvme ckanepa BodyMetrix BX2000, MXK SonoStar - TonwmHa NoaKoxHom
XKMPOBOA KNeT4YaTKu, onpefeneHHas B B-pexume ckaHepa SonoStar UProbe C5PL

. YpoBeHb CTaTUCTUYECKOW 3HAYMMOCTV B t-TecTe ANA NapHbIX Bbl60p0K C nonpasKoW Ha MHOMeCTBEHHble

CpaBHeHuA

" Pa3mep addekTa n ero 95% [V B t-Tecte Ans napHbiX BbIGOPOK
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Puc. 4. Tpadviki lapaHepa — AnbTMaHa Ana NapHbIX CPAaBHEHWI YNBTPa3BYKOBbIX MOKa3aTenei TONLLMHbI MOAKOXHOW MPOoBOW KneTuaTtku (MXKK) B abnommHanbHom 06nacTu.
A - TonwumHa MKK, onpesenerHan B A-pexnme ckaHepa BodyMetrix (SFL), n Tonwmta MK, onpeaeneHHas 8 B-pexwive ckaHepa SonoStar (MK SS); b — SFL v TonwmHa
XK, onpenenerHas 8 B-pexxnme ckaHepa BodyMetrix (MK BM); B — KK SS 1 KK BM. Difference — pa3HoCTb 3HaueHuin ABYX NMapHBIX M3MepeHWid, M — PasHOCTb

cpenHnx 3HAUeHUN

BodyMetrix, okasanuch cucreMaTU4ecKu HIUXKe,
4yeM oLeHKH B A-pexxume BodyMetrix u B B-pexxume
SonoStar.

O1eHKa COITaCOBaHHOCTH JAHHBIX, IOy YaeMbIX
pasHbIMU IpubOpaMy, Ha MHUBULYaIbHOM YPOBHE
II0KAa3aJjIa, 4TO JI/I BCeX pacCMATpMBaeMBbIX IIap MPU-
3HakoB oHa Hu3Kkasa (CCC < 0,95), Torga Kak 3HavYeHe
ICC pna mapst SFL - IIDKK SonoStar cooTBeTcTBOBano
XOpOIleMY YPOBHIO MEXMETOAMYIECKOI COIacOBaH-
HocTu. CriefloBaTeIbHO, IPAMOE COIIOCTaB/IeHMe JlaH-
HbIx o TonuHe IIKK Mexay paccMaTpuBaeMbIMu
peXXuMaMi 1 MofienAMU Y 3-CKaHepOB Ha MHAVBULY-
a/IbHOM YPOBHE 3aTPYAHEHO 11 TpeOyeT KanmubpoBKu
3HAYEHUIL.

O6¢cyxpeHune

CraHpapTusanusa Y3-UsMepeHUII pacrpefeneHns
ITDKK 3anoxmuna oCHOBY [ TOYHOTO M HaJIeXHO-
ro orcnexuBanusa Konmdectsa IIDKK y sgmoposbix
JIIOfielt ¥ Y MALMEHTOB C Pa3IMYHbIMM 3a00/IeBaHU-
AMM, KOTOpbIe MOT'YT BIMATb Ha pasMep U paclipe-
IeneHne XXUPOBBIX oTmoXeHuit [16]. OueHka Macchl
ITDKK Ha ocHoBe ganubIX 0 TonmuHe IDKK, momy-
YEeHHBIX C IoMolnbilo Y3V, MoxxeT mpuobpectn 1o-
HOJTHNUTE/IbHbIE IpeMMYyIlecTBa Orarofaps MosBIIe-
HIIO HOBBIX METOJIOB, C IIOMOIIIbI0O KOTOPhIX MOXKHO
HONYy4nuTh TpexMepHyo (3D) xapakTepucTuxy ¢op-
MBI Tena, Takux kak 3D-¢poToHHOe CKaHMpOBaHIe
U npuiaokeHusA mis cMaptdoHos [17]. Pesymbrarh
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Puc. 5. Tpadvikm bneHga — AnsTMaHa Ansa CpaBHMBaeMbIX Map NPU3HaKoB. A — TONLWMHA MOAKOXHOW KUPOBOW KNeTUaTKu, onpeaeneHHasn B A-pexume ckaHepa BodyMetrix
(SFL), v TONUMHA NOAKOXHOW XKMPOBOIA KNETYATKM, OnpeaeneHHas B B-pexvime ckaHepa SonoStar (KK SS), mm; B — SFL 1 TonLMHa NOAKOXHOMN KMPOBOI KNeTyaTKy,

onpeneneHHan B B-pexunme ckanepa BodyMetrix (MK BM), mm; B = TTXKK SS 1 KK BM, Mv
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Tabnuua 3. AHan13 cornacoBaHHOCTY 3HaUeHI TOMLLMHBI NOAKOXHOW XMPOBOW KNeTyaTKi B 06nacTu nynka

MNapametp SFL - MXK SonoStar SFL - MXK BodyMetrix IMKK SonoStar - MKK BodyMetrix
CccC 0,84 (0,76; 0,90) 0,20(0,11;0,28) 0,19(0,10; 0,27)

ICC 0,85 (0,77;0,90) 0,20 (-0,09; 0,47) 0,19 (-0,09; 0,47)

PaszHocTb, MM -0,1(-1,8;1,6) 14,6 (12,1;17,1) 14,7 (12,4;17,0)

BepxHsAs rpaHnLa COrnacoBaHHOCTY, MM 14,1 (11,2;,17,0) 35,3(31,0;39,5) 33,8(29,9;37,8)

HWXHAA rpaHnLa CornacoBaHHOCTY, MM -14,3(-17,3;-11,4) -6,1(-10,3;-1,8) -4,4 (-8,3;-0,5)

[lnanasoH cornacoBaHHOCTM, MM 284 41,4 38,3

CCC (Lin's concordance correlation coefficient) — KoadpduLmeHT KoHKopAaHTHOW Koppenauum Jnna, ICC (intraclass correlation coefficient) — koagpuumeHT BHYTPUKNaccosom
koppenaumy, SFL - TonwyHa NoaKOXHOM XKMPOBOI KNeTyaTky, onpegeneHHas B A-pexxnme ckaHepa BodyMetrix BX2000, KK BodyMetrix — TonwmHa NOAKOKHON XMPOBOW KNeTyaTKu,
onpeaeneHHas B B-pexnme ckaHepa BodyMetrix BX2000, M>KK SonoStar — TonwwmHa NogKoXKHOW XUPOBOW KNeTuaTku, onpeaeneHHas B B-pexvme ckanepa SonoStar UProbe C5PL

[laHHble NpeacTaBneHbl B popmaTe: TOUeUHas oLieHKa NnokasaTtens (95% foBepuTenbHbIN HTepBan). A f1Mana3oHa CornacoBaHHOCTU yKa3aHa ToueUHas oLeHKa B MIMMeTpax.
CpefHAA pa3HOCTb, BEPXHAA U HKHAA rPaHNLIbl COMNIaCOBAHHOCTY, a TaKXKe Arana3oH COrlacoBaHHOCTU paccuMTaHbl B pamMKax aHanusa bnenga — AnbtmaHa

HAaIlero MCCIeIOBAHMA C/IeyeT MHTEePIPeTUpPOBaTh
B paMKax BbIOpaHHOro fgusariHa. Pa6ora 6sta Ha-
IpaBjieHa He Ha KOMIITIEKCHYIO OL[eHKY COCTaBa Tena
U He Ha IPOBEPKY AMArHOCTMYECKON TOYHOCTHU Y 3-
METOJJOB OTHOCUTE/IbHO pedepeHCHBIX TeXHOJIOT I,
a Ha OIIEHKY COIJIACOBAHHOCTY Pe3y/IbTaTOB M3Mepe-
Hua tomuuHel [DKK npu mcnonbp3oBaHny pasHbIx
Y3-ckaHepoB 1 peXXMMOB. B cBA3M ¢ OJHOMOMEHT-
HBIM XapaKTepOM MCC/IEOBAHNA €Tr0 pPe3y/IbTaThl
XapaKTepU3yIOT MEXIIPUOOPHYIO U MEXPEXMMHYIO
COIIOCTAaBMMOCTD M3MePEHMUI1, HO He ITO3BOJAIOT Olle-
HUBAaTb BPEMEHHYI0 BOCIIPOM3BOJAUMOCTb MeTOfa
IpY HOBTOPHBIX 00C/IeJOBAHSX.

TounocTy ompepmenenusa Tonmuubs [1XKK
B A-pexxume Y3V 6bla nccnefoBaHa paHee Ha Ka-
maBpax. V3 mecTu n3MepeHHBIX 06/IacTelt (Ha XXIBO-
Te, IOJ} JIOIATKOIL, HaJ TPUIIEIICOM, Ha MeJua/IbHO
IIOBEpXHOCTM Oefjpa, Ha TOJIeHM, HaJ| OCTUCTO-IIOA-
B3JJOIIHBIM I'peGHeM U Ha I'PYAM) A/ BCeX obacTeit
UCCTIeJOBaHM A, KpOMe BepPXHEOCTUCTO-IIOAB3/IOIHOM,
ObIIO ITOKa3aHo, 4YTO A- u B-pexxumsr Y3V He uMeroT
3HAUMMBIX pas3/IN4uil, a pa3sHOCTb CPEeIHUX YK/IAfIbl-
BaeTcA B 1 MM. Pe3ynbrarsl, mosry4eHHble B HalleM
UCCIIeJOBaHNUMY, TOATBEPKAAIOT, YTO pasnNyuna MexX-
Iy A-pexxumoM ckaHepa BodyMetrix u B-pexxumom
cKaHepa SonoStar yKaajibIBaloTCca B 1 MM, a cucTe-
MaTU4ecKoe CMellleHye OTCYTCTBYeT (cM. Tabi. 3).
CpasHeHnne A- u B-pexxumon Y3V B cemn obmacTax
MICCIIe[OBaHMA [TOKAa3aJI0 XOPOLINII YPOBEHb COIIa-
COBAHHOCTM JAaHHBIX PEXXMMOB BO BCeX 00/IaCTAX,
KpoMe XMBOTA. Pas3nmumsa Mexy peXkumaMu Tak-
ke He mpesbitnanu 1 mum [18]. Ous Tommuusr ITDKK
BO3JIe TIyTIKa HaMU ObLII TOTyYeH XOPOIINIl ypOBEHb
COITIaCOBAHHOCTU A- 1 B-pexxuMoB 1ByX Ipu6opoB.
HecMmoTps Ha «HY/IeBYI0» CPEIHIOI Pa3HOCTb MeX-
ny SFL n ITJKK SonoStar, aHanns moxasplBaeT, 4TO

KNIMHMYecKas / MHAMBUAYaNbHAA B3aMO3aMeHae-
MOCTDb OTpaHMYeHA INVPUHON I'PaHUI] COTIACOBAH-
HOCTU: CpefHAA pasHOCTb cocTapnsAeT -0,1 MM, Ipu
9TOM [IMAIIa30H COTTACOBAHHOCTU HOCTUTAET 28,4 MM.
ITpu nepexope OT IPyIIIOBBIX CpaBHEHNII K HabIIOfe-
HJI0 KOHKPETHOTO NalyeHTa (Halpumep, fMHaAMIKa
Tepanun / peabuanrtanuy, oleHKa HeOOMbIINX 13-
menennit IDKK Bo BpemeHn) ournbxa MeToga MOXeT
OBITH CONMOCTABMMA WM HPEBBIIIATD OXIFAEMYIO
BeTMYNMHY peasbHbIX U3MeHeHMIL. B Takux KnmHuye-
CKUX CLIeHapUsX IpeAIouTuTenbHee PUKCUPOBATD
OJIMH U TOT K& IPUOOP / pe>KMM, KeCTKO CTaHAPTH-
3MPOBATb YC/IOBYA CKAHVPOBAHMA V/VIIU IPUMEHATD
KOppeKTupylomye GopMybl.

ComnocraBnenue SFL u IIJKK SonoStar ¢ ton-
muHoM IDKK, onpenenennoit B B-pesxxume HU3KOTO
paspemenus ckanepoM BodyMetrix, BeIsIBUIIO He-
CpaBHMMO 60JIee HUSKNUII YPOBEHD COITIACOBAHHOCTH
¥ Haju4me CUCTEMAaTUIECKOTO CMEIIeHUsT OIleHOK
(cm. puc. 5 b u B, ta6n. 3). Ha rpynnosoM yposHe
onenku Tonmuuel ITDKK okasanuce 3HaunMoO HUXKe,
OJTHAKO NMATTePH MEHETCS C YBeTMYeHMeM TOMIIVHbBI
ITXK (cMm. puc. 4, puc. 5 b u B). BeposTHo, aTo cBs3a-
HO C Ka4eCTBOM II0JTy4aeMOr0 M300paskeHs], a MMeH-
HO C 4acTOTOl nepepgatuyuka. Jarunk BodyMetrix
BX2000 pa6oraer Ha gactoTe 2,5 MI'. Ero ocesoe
paspelieHne HeJOCTAaTOYHO J/IA OIIpe/ie/IeHNA Tpa-
HUI KOXXU, noatomy tonmuua [IDKK onpenensaerca
KaK PacCTOAHME MEeXJy TOJI0OBKOIl JaTYMKa U rpa-
HUL e )KMPOBOJ ¥ MBIIIEYHOV TKaHU; NOC/IeHAA
MposABAsAeTCA B BUe NIepPBOTO OCHOBHOTIO MMKa
Ha cKaHe'. SonoStar ¥ICIONb3yeT TMHENHBIN JaTINK
(7,5-10 MI'ny), 4o 0bMeryaeT BU3yanu3alio rpaHul
C/10€eB abJOMUHAIBHON CTEHKM, TOr[a KaK 4acToTa
BodyMetrix 2,5 MI'y o6ecrieunBaeT 6OIbUIVIO ITYOM-
HY IPOHUKHOBEHN A Ty4a, HO HU3KYIO [leTalN3aIuio

boHdapesa 3.A, bopcykos A.B, AH Y., Kemneposa E.C, ApymioHaH A.A., [apaceko b.A., LLlecmakosa [].FO. AHann3 cornacoBaHHOCTU onpeseneHmnsa TONLLMHb!
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HOJTy4YaeMoil BU3yanusanuu. STO MOBbIIIAET PUCK
«CAIMIIAHMSI» TPAHUL] TKaHell U BKIOYEHUs B U3-
MepeHMe TUIIHUX CTPYKTYP UIU HEKOPPEKTHOTO
HO3UIMOHUPOBAHMSA IPaHNIbL. [Jaxke He6OIbIINE
PACXOXX/IeHMsI B TOM, KaKJie IMEHHO CTPYKTYPBbI OIle-
parop Bknro4aeT B «IDKK» npu pyuHoit pasmeTke
(0co6eHHO Ha HM3KOM paspelleHuN), MOTYT JaBaTh
CHCTeMaTUYeCKYI0 PasHUIY HOPsAAKA CAaHTUMeTpa
u 6osee. [Ipyroit mpuamHO MOXeT ObITh 6ObIIAsT
BapnabeTIbHOCTb MOP(OIOTMYECKUX CTPYKTYP XKU-
POBOII TKaHM Ha KOPITyCe, YeM Ha KOHeYHOCTAX [18].
Onpepenenne tonmuusl IIDKK Hag octucro-nog-
B3/[JOLIHBIM TpeOHEM BBI3BA/IO 3aTPYLHEHUS Y IKC-
[IEPTOB B CBSI3Y CO CJIOXXHOCTBIO PAaCIIO3HABAHUS
3XOTPaMMBI Ja)Ke B C/Tydae BHICOKOYACTOTHOTO CKa-
HUpoBaHMsA B B-pexxume [19].

Crefyet IOJYePKHYTh, UTO MpaKTUYeCKas IjeH-
HocTb ¥Y3-ouenky TommuHel IDKK ocobenHO akTy-
a/IbHA y MAIIMIEHTOB C OXXVPEHMEM, TIOCKONbKY MMEH-
HO B 9TOII TpyIiie Hanbomee BOCTpeOOBaHBI OBICTPHIE,
IOCTYIIHbIE U TTOBTOPsAEMble MHCTPYMEHTHI (peHo-
TUIMPOBAHMNS COCTaBa Tejla 6es Iy4eBoll HaTrPysKu.
B aM6yaTopHOIT IPaKTUKe U PV AMHAMIYECKOM
HabogeHN (BK/II0YAst KOPPEKIMIOo MUTAHN, PU3H-
YeCKOJl aKTMBHOCTH, bapuaTprdecKye IpOrpaMMBl,
Me[IMKaMEHTO3HYI0 TePAINIo OKUPeHN) Y 3-MeTObI
MOTEHIIMATBHO MOTYT UCIIO/IBb30BATHCS [/ MOHUTO-
PMHTa PEerMOHaTbHBIX M3MEHEHNUI )KMPOBOI TKaHU
B TOYKAX KIIMHNYIECKOTO NHTEpeca, HalpyuMep B ab-
momuHanbHOI obmactu, rae IDKK u ee nmepepacmpe-
JieJIeHIIe YaCTO aCCOLUIPOBAHBI C METAOOMNYECKUMMU
puckamu. IIpyu 9TOM C y4eTOM IOTydYeHHbIX HaMU
[aHHBIX Ha YpOBHe IPYIIIOBBIX OLleHOK Hamboree
paIMOHAJIPHBIM AJISI 3a/ad CKPMHUHTA W ITOIY/Is-
IIMOHHOT'O MOHUTOPVHTA Y IIALMEHTOB C OKMPEHNEM
BBITJISIAUT UCIIONb30BAHNME OXO0/4, JEMOHCTPUPY-
I0Iller0 MMHUMaNbHOE CpefHee CMellleHIe MeX/y
METOJaMI, YTO IO3BOJISIET COMOCTAB/IATh CPefHIE
[IOKa3aTeay B IPYIIIAX [MAlVIEHTOB U OTCIEXUBATH
HAIpaB/IeHHOCTDb M3MEHEHWIT TPY HabII0KeHN N 6OTb-
IINX KOTOPT.

BMmecre ¢ TeM Iy KIMHIYIECKOM BefIeHIY KOHKPET-
HOTO MAI[MeHTa C O)KMPEHIeM K/TI0UeBbIM CTAHOBIUTCSI
BOIIPOC MH/UBY/YaIbHOI TOYHOCTHU ¥ BOCIIPOM3BO-
IMMOCTI, TIOCKOJIBKY JiaXKe YMepPEeHHBIEe PACXOXKJEHIISI
B MIJUTUMETPax MOTYT IIPUBOANTD K OMINOOYHOI MH-
TeprpeTanyun JUHAMUKU (HaIIpyuMep, I0KHOE YXY/-
IIeHNe WIN JIOXKHOE yIydllleHne Ha OHe Tepamun),
0c06eHHO ecy OXKMAaeMblit 3G deKT BMeIIaTenbCTBa
COIIOCTaBYM C LIVPMHOI IPAHNI] COI/IACOBAHHOCTIL.

VIMeHHO TO3TOMY NpU KIMHUYECKOM IIpUMEHEeHUN
y HAIVIeHTOB € OXKMPEHNEM ITPEAIIOYTUTE/IbHO 30eraTh
CMeHbI TPUOOPOB ¥ PEKMMOB B Ipollecce AMHAMU-
4eCKOTo HAOMIoeHNs 1 PUKCHPOBATH OfUH U TOT XKe
MEeTOJ, I3MEPEHNs, CTPOTO CTAH/APTU3NPYS TEXHUKY
(Touka M3MepeHsI, AaB/IeHNe JATINKA, (hasa [bIXaHU,
HOJIOXKeHMe TanyeHTa). IloydeHHble HAMU pe3yiib-
TaThl TaK)Ke YKa3bIBAIOT HA OTPAHNYEHHYIO IIPUTOJ-
HOCTb B-pexxuma BodyMetrix a1 mpsaMoro cpaBHeHUA
C aJIbTepHATUBHBIMH TTOFIXOaMU 6e3 KalmnOpOoBKY 13-3a
CHCTEMATUYEeCKOrO CMEIIEHIST, 9TO OCOOEHHO KPUTHY-
HO B I'PyIIIle OXXMPEHMNs, T/ie abCOMIOTHbIE 3HAUeHU
rormmuHbl IDKK Bbllle 1 pucK NpOnopIoHaTIbHOTO
CMellleHM A BO3pacTaer.

K orpaHm4eHnAM McciefoBaHUA OTHOCATCA He-
60JIBIION pasMep BBIOOPKI 1 BHIIIOHEHNeE Y 3-13Me-
peHuit ofHUM BpadoM. Takoll A13aiiH N03BONAET CHU-
3UTH BIMAHNE MEXOIIePaTOPHOI BapnabeIbHOCTH,
OIIHAKO He JIaeT BO3MOXXHOCTY OL|eHUTb, HACKOTIBKO
pe3y/IbTaThl MOTYT M3MEHATHCA IPYU BBHINIOTHEHUN
UCCTIEeOBAHMA CIEMATUCTAMY C PA3HBIM OIIBITOM
paborel. Kpome Toro, pyuHas paameTka 9XOrpaMM,
0CO0EHHO M300paskeHNIT HU3KOTO paspelleHs], Mo-
JKeT 3aBUCETh OT Ye/lI0BeYeCKOro (akTopa 1 Kade-
CTBa BU3ya/M3aluy TPaHUI TKaHei. Ha pesynbra-
ThI M3MEPEHNII TaK>Ke MOIJIM BAMATb TeXHUYECKue
u ¢usmonornyeckye GakTOpbl: JaBIeHUe JaTYNKa,
HaTsDKeHMe IepeHeil OPIONIHOI CTEeHKU, TbIXaHue
HalyeHTa 1 BBIOOP TOYKM pasMeTKU. ITU 06CTOosI-
Te/bCTBA CIeJyeT YUYMUTHIBATD IIPU NHTEPIpeTaIun
BBISIBJIEHHOTO CMellleHMsI, 0COOEHHO y MalllieHTOB
¢ 6onpien Tonmuuoi IDKK.

3aKknyeHune

Ha rpynnoBoM ypoBHe CpaBHEHMS OLIEHKM TOJN-
muusl IDKK B obmacTy mynka, HOTydaeMble aB-
TOMaTu4yecku B A-pexxmme ckaHepa BodyMetrix,
HNPAaKTMYeCKM MIEHTUYHDBI aHA/JIOTMYHBIM OLIEHKaM,
Ioy4aeMbIM CKaHepoM SonoStar B B-pe>xume B BbI-
cokoM paspemienyy. OfHAKO Ha MHIVBUJYaTbHOM
YPOBHE HJ OfHA M3 IAp MCCIAEAYEMBIX ITPU3HAKOB
He II0Ka3ajIa XOPOIIEro VI/WIN OTIMYHOTO YPOBHS CO-
I7TACOBAHHOCTY, YTO 3aTPYAHSAET NPAMOE COIOCTAB-
JIeHMe TOMTyYeHHbIX JaHHBIX U TpebyeT KamuopoBKu
IpuOOPOB WIN VCIIONb30BAHNS KOPPEKTUPYIOLINX
¢dopmyn. B KIMHUYECKMX 3afjadaX MOHUTOPUHTA
HpefIOYTUTeIbHbl (HUKCUPOBAHME OFHOTO Hpubo-
pa u pexmma, CTaHAAPTU3ALMA TeXHUKU CKaHUPO-
BaHUA U (IpM HEOOXOAUMOCTY) KOPPEKTUPYIOLIye
dopmyrb / kanubposka. @

' Da Silva L. An introduction to ultrasound and the BodyMetrix System. IntelaMetrix: Livermore, CA, USA, 2010. [Internet] Available from: https://bodytastic.com.au/wp-content/uploads/

BodyMetrixTechBrief.pdf

2 R Core Team (2025). _R: A Language and Environment for Statistical Computing_. R Foundation for Statistical Computing, Vienna, Austria. [Internet] Available from: https://www.R-project.org/
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Agreement analysis of abdominal subcutaneous adipose tissue
thickness measurements: a comparative evaluation of ultrasound
scanner use in multidisciplinary hospital patients

E.A.Bondareva' 2« AV. Borsukov? « Zh.Yang* « E.S. Ketlerova® -
A.A. Arutiunian? « BA. Garasko' « D.Yu. Shestakova®

Background: Quantitative assessment of abdominal
subcutaneous adipose tissue (SAT) thickness is in de-
mand for patient phenotyping, including abdominal
and sarcopenic obesity. However, the comparability
of results between different ultrasound scanners and
measurement modes remains insufficiently deter-
mined.

Aim: To analyze the inter-device and inter-mode
agreement of abdominal SAT thickness measurements
using the BodyMetrix BX2000 and SonoStar UProbe
C5PL ultrasound scanners.

Methods: A single-center cross-sectional compar-
ative methodological study was conducted. From
March to June 2025, seventy-four patients of a multi-
disciplinary hospital (41 women, 33 men) aged 19 to
82 years were examined. During a single visit, each
patient underwent sequential measurements with
the BodyMetrix BX2000 and SonoStar UProbe C5PL
scanners; the interval between measurements did
not exceed 5 minutes. All ultrasound examinations
were performed by a single ultrasound diagnostician
with 8 years of experience, who was trained on both
scanners. Measurements were taken with the patient
standing, to the right of the umbilical ring, at a 90°
angle without compression. Three subcutaneous ad-
ipose tissue thickness parameters were compared:
BodyMetrix SFL (A-mode, 2.5 MHz, automatic detec-
tion), BodyMetrix SAT thickness (B-mode, 2.5 MHz, low
resolution, manual measurement), and SonoStar SAT
thickness (B-mode, 10 MHz, high resolution, manual
measurement). The paired t-test with Holm correction,
Pearson correlation, Bland-Altman analysis, Hedges’
g effect size, Lin's concordance correlation coefficient
(CCC) and intraclass correlation coefficient (ICC) with
95% confidence intervals (Cl) were used.

Results: No statistically significant differences were
found between BodyMetrix SFL and SonoStar SAT
thickness: p = 0.894, Hedges’ g = -0.009 (95% Cl:
-0.239; 0.220). For this pair, the Pearson correlation
coefficient was r = 0.861 (p < 0.001), CCC = 0.84 (95%
Cl:0.76; 0.90), ICC = 0.85 (95% Cl: 0.77; 0.90). The mean
difference by Bland-Altman was -0.1 mm (95% Cl:-1.8;

1.6), limits of agreement ranged from -14.3 to 14.1 mm,
and agreement range = 28.4 mm. For the pair
BodyMetrix SFL - BodyMetrix SAT thickness, statisti-
cally significant differences were obtained: p < 0.001,
Hedges’ g = 1.319 (95% CI: 1.002; 1.631), r = 0.504
(p < 0.001), CCC = 0.20 (95% Cl: 0.11; 0.28), ICC = 0.20
(95% Cl:-0.09; 0.47), mean difference = 14.6 mm (95%
Cl:12.1; 17.1), limits of agreement from -6.1 to 35.3 mm,
and agreement range = 41.4 mm. For the pair SonoStar
SAT thickness — BodyMetrix SAT thickness, statistically
significant differences were also obtained: p < 0.001,
Hedges' g = 1.475 (95% Cl: 1.140; 1.805), r = 0.484
(p < 0.001), CCC =0.19 (95% Cl: 0.10; 0.27), ICC = 0.19
(95% Cl: -0.09; 0.47), mean difference = 14.7 mm
95% Cl: 12.4; 17.0), limits of agreement from -4.4 to
33.8 mm, and agreement range = 38.3 mm.
Conclusion: At the group level, the closest estimates
of abdominal SAT thickness were obtained using
BodyMetrix A-mode and SonoStar B-mode, suggest-
ing that these approaches are the most comparable
for group analysis. For individual longitudinal moni-
toring, direct comparison of results obtained with dif-
ferent devices and modes is limited due to differences
in agreement limits; therefore, it is preferable to use
the same scanner, a single measurement mode and
a standardized examination protocol.

Key words: ultrasonography, subcutaneous adipose
tissue, abdominal obesity, diagnostic imaging, equip-
ment agreement
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